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Microelectromechanical systems ͑MEMS͒ were recently described as superior material testing systems ͑MTS͒ for nanomaterials.
1 Currently, the most advanced MEMS MTS are best suited for in situ scanning electron microscope ͑SEM͒ or transmission electron microscope ͑TEM͒ studies, 2-7 since they require high magnification images to measure strain. In this letter, we highlight the need for a more versatile MEMS device that allows both in situ and ex situ testing of nanomaterials. In turn, we describe and characterize a versatile MEMS device and illustrate its mode of operation with a successful ex situ uniaxial tensile test of a nanocrystalline ͑nc͒ nickel ͑Ni͒ nanobeam. We then discuss the extended range of nanomechanical tests that this MEMS device enables and the corresponding nanomaterials properties that can be thoroughly investigated.
Existing MEMS MTS, whether for nanoscale films [8] [9] [10] [11] [12] or for one dimensional nanomaterials, 3,4,6,7,13-22 fall into one of the following categories. The first one is limited to the testing of linear elastic materials since load and displacement are calculated based on the same sensing measurement ͑image-based 14 only. While in situ TEM testing is highly beneficial to investigate fundamental deformation mechanisms, 1, 25 we argue that ex situ testing of the same nanomaterials may be required to investigate critical mechanical properties that cannot be measured inside a SEM/TEM chamber in a practical manner ͑see below͒. The following MEMS device enables both in situ and ex situ testing.
The MEMS device shown in Fig. 1 is a through-hole silicon structure isolated from the substrate by a 1 m thick oxide layer. Its overall dimensions ͑3.5 mm long and 1.5 mm wide͒ allow in situ TEM testing.
1 The device comprises an electrothermal actuator, a heat sink, a gap for the specimen, and two identical capacitive sensors ͑CS1 and CS2͒ on each side of the specimen. The two capacitive sensors can be used to electronically measure the specimen gap change, an idea briefly presented in Ref. 5 . As clearly demonstrated below, this unique feature enables ex situ testing without losing any accuracy in strain measurements compared to in situ systems. This device can provide up to 1.6 m of thermal actuator displacement without any significant increase in specimen temperature ͑Ͻ10°C͒. 26 The device is mechanically disconnected at two other locations than the specimen gap; these extra 4 m gaps are filled with stiff, electrically insulating epoxy, thereby allowing electrical isolation between the driving and sensing part without affecting the overall device mechanics. 7 The governing equations of the MEMS device are derived based on the lumped mechanical model shown in Fig. 1͑d͒ ,
where X A is the actuator displacement, X S is the specimen elongation, X LS is the deflection of the load sensor, F is the force applied on the specimen and the load sensor, and K LS is the load sensor stiffness ͑either 38 N/m or 481 N/m͒. 26 ing a test, X A is related to the load-free X A ͑X A F=0 ͒ as follows:
where K S is the specimen stiffness and K A is the actuator stiffness ͑K A = 3975 N / m͒. 26 The mode of operation of the MEMS device is illustrated with the uniaxial tensile testing of a nc Ni nanobeam ͑thickness: 200 nm, width: 700 nm, length: 10 m, grain size ϳ20-100 nm͒ 26 in laboratory air ͑ex situ test͒. Figure  2͑a͒ shows four experimental plots ͑measured with an MS3110 chip ͑Irvine Sensors͒ with a nominal feedback capacitance C f =19 fF͒ and two calculated curves in the form of capacitance change, ⌬C versus applied thermal actuator voltage, V. Plots 1-3 represent tensile tests of the same Ni nanobeam ͑1 and 2 are interrupted prior to failure͒ while Plot 4 represents a test with no specimen. The sensing mode for the first test ͑Plot 1͒ is differential ͑CS1-CS2͒ while it is only CS2 for the second test ͑Plot 2͒. Plot 3 represents the subsequent test to failure ͑also CS2 sensing͒. Curve 1 is the sum of the fitted Plot 1 and Plot 2 corresponding to the CS1 sensing during the test while Curve 2 represents the expected CS1 sensing during the tensile test using Plot 4 and Eq. ͑2͒ ͑K LS = 481 N / m͒. The fact that the two calculated curves closely match confirms that the MEMS' behavior is accurately modeled. 27 Particularly, the difference between X A and X A F=0 cannot be ignored for non negligible K LS / K A ratios to obtain accurate results. The stress-strain curve shown in Fig.   3͑a͒ is calculated based on Plots 1 and 4 from Fig. 2͑a͒, on  Fig. 2͑b͒ , representing the calibration curve for the capacitive sensor displacement versus ⌬C, 26 and on Eq. ͑2͒. The calculated elastic modulus, based on a linear fit of the stressstrain curve, is E = 208 GPa. This value is very close to the bulk coarse grain value ͑210 GPa͒ and the value measured for nc Ni films with mean grain sizes ranging from 15 to 100 nm ͑201Ϯ 15 GPa͒. 28, 29 We therefore conclude that the electronic sensing of specimen elongation allows accurate determination of nanomaterials' mechanical properties based on ex situ tests. The accuracy in strain calculation with this technique requires rigid platinum clamps to grip the nanobeam onto the MEMS, 26 which appears to be the case based on SEM images taken before and after the test ͓see Fig. 3͑b͔͒ . We also note that the nanobeam failed with little or no plastic deformation ͓see Fig. 3͑b͔͒ , a known result for nc metals. 30 The failure stress is f = 2.3Ϯ 0.2 GPa, confirming that nc Ni is ultrastrong. 31 Although accurate, the measurements shown in Fig. 3͑a͒ are not highly precise. 32 The precision in displacement measurement was significantly improved by changing the MS3110 configuration from C F =19 fF to C F = 399 fF. Figure 4͑a͒ shows the calibration curves for the capacitive sensor displacement versus ⌬C with C f = 399 fF for two types of capacitive sensors ͑4 m versus 2.5 m gaps͒, which match very well with the analytical curves. 33 With a noise floor of 0.05 fF ͓see Fig. 4͑b͔͒ , the displacement resolution can be as good as 0.25 nm. We therefore conclude that this MEMS device can allow highly accurate and precise measurements.
We conclude on the extended capability offered by this versatile MEMS device. First, it can allow continuous imag- ing of the specimen during in situ TEM testing since load and displacement are both measured electronically. More importantly, it allows the investigation of critical properties pertaining to the reliability of nanosystems, thanks to the ex situ testing capability. For example, environment-, time-and cycle-dependent degradation properties ͑e.g., stress-assisted corrosion, creep, and fatigue͒ can be continuously measured in an environmental chamber ͑e.g., controlled humidity and temperature͒, thanks to the MEMS device apparent stability ͓see Fig. 4͑b͔͒ . In situ TEM testing can be periodically performed on interrupted ex situ tests to observe microstructural changes in the nanospecimens, with a compatible testing platform. It is expected that the combination of ex situ and in situ nanomechanical tests will enable a thorough investigation of the aforementioned properties at the nanoscale.
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